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Comments 
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Action Items 2.3: Comments 1.2 

Action Item 4 

~~ 

Comment 3 

~ 

Data acceutable with aualifications. 

A = Data acceptable but qualified due to problems. 
R = Data rejected. 
X = Problems. but do not affect data. 

Data Quality: Data contained in this batch were reviewed and found to be acceutable with a d f i d o n s .  Acceutable. 

aualified data may be used urovided that individual values imuacted by the "Action Items" listed below are approuriatelv flanned. 

mefer to attached Results Summarv Tables.) 
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Action Item: 1) Non-detected results for aromatic compounds in all samdes are estimated and undetected 

(UJ) because the holding time exceeded seven days. 

2) 2-Butanone's RRF was below 0.05 in the initial and continuing calibration and Chloroethane, Carbn 

Disulfide. trans-l.3-Dichlorouro~ene, 4-Meth~l-2-~entanone. and 2-Hexanone had %Ds exceeding 50% in the 

continuing calibration. Therefore, the non-detect results for these comwunds are reiected (R) in all SmDles. 

3) Methylene Chloride and Acetone had %Ds exceeding 25% in the Continuing calibration. Positive results for 

these comwunds would be estimated had blank criteria been met. 

4) As a result of method blank contamination. all Dositive results for Methylene Chloride and Acetone are 

estimated and undetected (UJl as Der the Functional Guidelines criteria (lox rule). 

Comments: 1) Several comwunds had %Ds exceedin? 25% in the continuing calibration. No action is 

necessary as no wsitive results were found for these communds. 

2) In the continuing calibration 2-Hexanone was not run at the standard 50 ue/L as s~ecified by the Statement 

of Work 2-Hexanone results were meviously reiected (see Action Item 2) and no further action is necessary. 

3) TIC'S were found in samdes SW066005 (1) and SW031005 (2). 

Note: Data Summary Tables are attached. 
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